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Diabetic Retinopathy (DR) is a severe disease which can cause blindness. OPHDIAT is a telemedicine network for DR mass screening, which has gathered thousands of clinical high resolution color eye fundus images. The TELEOPHTA project has been launched in order to develop a computer aided diagnosis system of DR, which aims at performing a preliminary analysis of the OPHDIAT images in order to filter most images corresponding to healthy eyes. Microaneurysms (MAs) are likely to be the lesions present at the earliest stage of the disease. In this paper, a new method of MAs detection, using the recently proposed ultimate opening, is presented. The proposed method does not use any supervised classification, while provides a competitive and efficient way to detect MAs, especially for our clinical database. Further improvements may be brought through the accurate detection of the retinal elements and other retinal diseases, or through the estimation of the image quality.

INTRODUCTION

Diabetes is a huge threat to human health, while, as a complication of diabetes, Diabetic Retinopathy (DR) is the leading cause of blindness for people between 25 and 65 years. Tremendous work has been done for the research of automated analysis methods of eye fundus images. But few of them show reliable results on clinical databases. Considering the increasing number of patients, and the decreasing number of ophthalmologists, mass screening has to be somehow accelerated in order to constitute a long term solution. The TELEOPHTA project has been launched in order to develop an automated computer aided diagnosis system of DR. The project includes several important stages: 1. Collection of clinical fundus images and manual annotation of related lesions on a subset of images. 2. Development of image analysis methods for the detection and segmentation of major retinal structures (vessels, optic disc, macula) and of main lesions (microaneurysms, exudates, hemorrhages, etc.). 3. Development of statistical learning methods that classify images into two classes: healthy images, and images to be sent to the specialist. [START_REF] Walter | Automatic Detection of Microaneurysms in Color Fundus Images[END_REF]. Software development and integration of all developed methods. The telemedicine network OPHDIAT has been established by the Assistance Publique -Hôpitaux de Paris (AP-HP) for the diagnosis of DR in 2004. Some 20000 recent examinations, corresponding to more than 100000 images, have been extracted from the OPHDIAT database and anonymized, to build the TELEOPHTA database. A subset of 300 images is annotated by an ophthalmologist in order to provide an expert advice on the position of pathologies. OPHDIAT is a clinical database used in real conditions, rather than a well-defined digital image processing dedicated database. The images are taken in different screening centers with different types of cameras. As we see in Figure 1, the images are diverse, and show important size, color, illumination, contrast, and quality variations. Currently, 6 different image sizes are present on the database, ranging from 1440  960 to 2544  1696 pixels. All images are in JPEG compressed format, which causes problems for image processing due to compression artifacts. This paper will concentrate on the detection of Microaneurysms (MAs). MAs are dilations of the venous end of retinal capillaries. Their sizes vary mostly between 10 and 100μm, but do not exceed 125μm. In color retinal images, they appear as little dark red dots (or dark dots in the green channel). They do not touch visible blood vessels. Figure 2 shows 5 MAs. Since they constitute the first sign of DR, the detection of MAs plays a crucial role in the whole work and is always a hot issue of automated retinal image analysis. 

STATE OF THE ART

A large amount of literature can be found on the detection of MAs. Most of the proposed methods have three steps: Pre-filtering, extraction of candidates and classification. Niemeijer et al. [START_REF] Niemeijer | Automatic Detection of Red Lesions in Digital Color Fundus Photographs[END_REF] use the residue of a local median filter to get candidates. False detections are first removed by segmented retinal structures and a kNN classifier is used to get the final results. In a recent work, Quellec et al. [START_REF] Guellec | Optimal Wavelet Transform for the Detection of Microaneurysms in the Retina Photographs[END_REF] propose a method based on wavelets. A model of MA is designed in the sub-band of the image of wavelet transform by using a 2D gaussian function. The remarkable thing is that they also assign a probability to each MA in the result, which is quite flexible and useful to study the performance of the algorithm. Walter et al. [START_REF] Walter | Automatic Detection of Microaneurysms in Color Fundus Images[END_REF] propose a method based on mathematical morphology. The morphological Top-hat of closing by diameter is used to get candidates. This method will be described and discussed in the following section, as it is used as starting point in the present work. After removing those candidates located close to retinal structures, a kNN classifier is used to obtain the final results.

Although many different algorithms have been proposed, the detection rate always remains unsatisfactory. Most of the algorithms were tested with small databases, or large databases with similar good quality images. The OPHDIAT database contains a huge amount of heterogeneous images. None of the algorithms in the literature are suitable. So a new method for MAs detection is proposed.

METHODS

The following sections will be illustrated thanks to Figure 4.a, which contains five MAs annotated by an ophthalmologist, as shown in Figure 2.

Preprocessing

As discussed before, the resolution of the images remains unknown. In order to determine the parameters of the algorithms, for example the size of the structuring element, we separate the region of interest (ROI), which is disk-shaped, from the dark image background. Given that all the images have been acquired with the same angle (45°), the width of the ROI is used to estimate the size of the pixels. For example, on an image of size 1440  960 pixels, the maximal MA diameter is 10 pixels.

It should be noted that since the method proposed for the detection of MAs are mostly based on residues, the problem of global non-uniform illumination is largely avoided. Moreover, most non-uniform illumination correction methods would introduce or amplify the background noises, especially in dark regions. Here, we introduce a background noise removal method based on a morphological flooding.

The detection of MA is made difficult by the presence of dark noise (including compression artifacts), and dark anatomical structures, mainly vessels. Dark noise is similar to MAs, but normally has smaller size and lower contrast. Vessels can be removed from the image using a vessel detection method.

In order to remove dark noise, we have used a flooding approach. We denote the original green c are no more regional minimums, while lakes a and d remain. Using a and d as markers, a second flooding will restore them to their original shapes. We can see that MAs are well extracted, but that numerous spurious structures have been kept. Other commonly used methods include morphological filters [START_REF] Walter | Automatic Detection of Microaneurysms in Color Fundus Images[END_REF] [START_REF] Spencer | An Image-Processing Strategy for the Segmentation and Quantification of Microaneurysms in Fluorescein Angiograms of the Ocular Fundus[END_REF]. The advantage is that they can do a selection between the shapes and an analysis for connected components (CCs). Let us first see the opening by area and the opening by diameter in binary images. The area opening keeps all the CCs whose area is larger than a value  :
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In this definition, ()

A    is the area opening with size  . diameter is larger than a value  . Here, by diameter we mean the maximal extension of a CC, defined by:
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Therefore the opening by diameter with size  is given by:
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As shown in Figure 5, objects A and B have the same area, but different diameters. This means that the area opening cannot tell the difference between them, but the opening by diameter can. In our case, it means that using the area attribute will keep more vessels in the result, which is not desirable. However, an elongated shape might have the same area and diameter as a round shape, as illustrated in Figure 5, where object C has the same area and diameter as A. Morard et al. [START_REF] Morard | Geodesic Attributes Thinnings and Thickenings[END_REF] introduced a new attribute thinning, based on the geodesic diameter, to solve this problem. Consider a connected component X . For any two points

x , y of X , ( , ) dX x y is the geodesic distance between them inside X (i.e. the length of a geodesic arc linking

x and y ). Then:
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is the geodesic diameter of X . As previously, we can build an operator which deletes all connected components of a set X , whose geodesic length is smaller than a value  :
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However, given that the criterion "geodesic length larger than  " is not increasing, we do not obtain an opening, but a thinning, denoted by () L    . Using this criterion, object C in Figure . 5 can be separated from the others. The binary operations can be extended to grey level images by stacking the result of each binary opening, calculated from each threshold of the image. For details the reader is referred to [START_REF] Morard | Geodesic Attributes Thinnings and Thickenings[END_REF]. As shown in Figures 4.d,4.e and 4.f, the residue of the geodesic diameter thickening (i.e. the dual of the thinning) provides the best result for our application. All MAs are included in the result, while reducing the number of unwanted structures.

Ultimate Opening

Before starting the selection of candidates, we will use the ultimate opening in order to only keep candidates with appropriate contrast and shape.

The ultimate opening has been introduced by Beucher [START_REF] Beucher | Numerical residues, Mathmatical orphology: 40 years on[END_REF]. It analyses the evolution of each pixel of a gray scale image by using a family of openings of increasing sizes. The differences between consecutive openings are considered. For each pixel, it keeps the largest difference denoted R  . It also keeps the size of the opening corresponding to the largest difference, denoted q  . If I is a gray scale image, an ultimate opening can be defined as:
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where
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is an increasing family of openings. Figure 6 illustrates this procedure. From left to right: profile I , differences between openings, R  and q  Retornaz et al. [START_REF] Marcotegui | Ultimate Opening and Gradual Transition[END_REF] [7] used it for text detection and combined the concept of attribute opening with the ultimate opening. Moreover, they proposed a generalization based on the accumulation of residues, named -attribute opening, which is used in our case. This accumulation integrates the residues corresponding to small attribute changes. From the original definition of the ultimate opening, small variations of contrast will be replaced by the biggest difference of openings. But a  attribute allows keeping the most contrasted structures, while accumulating the small changes, if they satisfy the criterion: the difference between the openings of size i  and

1 i   , with 1 || ii   
  , is not empty. The definition of r  (Equation 7) is replaced by: 

RESULTS AND CONCLUSIONS

In this paper, we have presented a new MA detection method, designed for clinical databases. Firstly, we have proposed a morphological flooding as preprocessing. Secondly, microaneurysms (MAs) candidates are obtained thanks to the combination of a geodesic attribute thickening with an ultimate opening.

Given the complexity of the database, we have not been able to find a single optimized set of parameters for the whole database. The main task still to be done is to develop an automatic parameterization method, based on the image to be processed. Several possibilities are currently being studied in order to achieve this goal, such as the estimation of the image quality, or normalization of the input images.

In parallel, a vessel segmentation method is being developed. Indeed, state of the art methods produce bad results on the OPHDIAT database, therefore a more robust method is needed.
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